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Abstract. A novel system using the technique of concurrent
multi-axis differential optical absorption spectroscopy sys-
tem has been developed and applied to the measurement of
nitrogen dioxide in an urban environment. Using ﬁve ﬁxed
telescopes, slant columns of nitrogen dioxide, ozone, water
vapour, and the oxygen dimer, O4, are simultaneously re-
trieved in ﬁve vertically separated viewing directions. The
application of this remote sensing technique in the urban
environment is explored. Through the application of sev-
eral simplifying assumptions a tropospheric concentration of
NO2 is derived and compared with an urban background
in-situ chemiluminescence detector. Trends derived from
remote sensing and in-situ techniques show agreement to
within 15 to 40% depending on conditions. Owing to the
high time resolution of the measurements, the ability to im-
age and quantify plumes within the urban environment is
demonstrated. The CMAX-DOAS measurements provide a
useful measure of overall NO2 concentrations on a city-wide
scale.
1 Introduction
Public exposure to nitrogen dioxide (NO2) in the urban en-
vironment is a health concern, a public policy concern and
the subject of several national and international directives
on air quality. At present monitoring/measurement uses net-
works of spatially sparse in-situ monitors coupled to emis-
sion inventories and empirical models to estimate NO2 con-
centrations and exceedences of air quality standards. Con-
siderable spatial inhomogeneity in the dynamics, meteorol-
ogy and chemistry of the urban atmosphere leaves such tech-
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niques open to signiﬁcant uncertainties unless datasets are
available against which they can be rigorously validated. The
urban atmosphere therefore presents a substantial measure-
ment and modeling challenge.
Zenith-viewing UV/Visible scattered light differential op-
tical absorption spectroscopy (DOAS) has been used over a
number of decades for the retrieval of atmospheric concen-
trations of traces species including O3, NO2, BrO, OClO, IO,
HCHO and O4. (e.g. Noxon (1975); Noxon et al. (1979);
Solomon et al. (1987); Johnston and McKenzie (1989);
Van Roozendael et al. (1994); Aliwell et al. (2002); Frieß
et al. (2001); Wittrock et al. (2000); Tornkvist et al. (2002))
In recent years, systems incorporating off-axis (non-zenith)
measurements have been developed (e.g. Sanders, 1996;
Miller et al., 1997; H¨ onninger et al., 2004b,c; Bobrowski
et al., 2003; Leser et al., 2003; Wittrock et al., 2004; Heckel
et al., 2005; Sinreich et al., 2006) Off-axis techniques ex-
ploit the improved sensitivity of non-zenith measurements to
tropospheric trace-gas concentrations owing to the enhanced
troposphericpathlengthofcollectedscatteredlight. Through
theincorporationofmultipleoff-axisviewinggeometries, in-
formation on the proﬁle and spatial distribution of trace gases
can be retrieved.
The DOAS technique can be used to measure absorp-
tion by trace species throughout the path length of scattered
solar radiation (Platt, 1994) As a general rule the strato-
spheric path length is modulated by changing solar zenith
angle while the tropospheric path length is dominated by
changes in instrument viewing geometry (H¨ onninger et al.,
2004a) Tropospheric sensitivity is minimised in the zenith
view, as photons are generally scattered in the lower strato-
sphere and upper troposphere and therefore take a vertical
path straight through the boundary layer. Off-axis viewing
angles with elevations less than 20degrees above the horizon
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Fig. 1. Modeled NO2 concentrations in the Leicester Area, pro-
duced by the ADMS model, using assimilated data from the auto-
mated monitoring stations marked on the map. The location of the
CMAX-DOAS instrument is shown.
have much greater sensitivity to the tropospheric concentra-
tions of trace species as the last scattering point for the pho-
tons received by the instrument is much lower in the atmo-
sphereandishorizontallydisplacedfromtheinstrument, giv-
ing a longer tropospheric absorption path (see for example
H¨ onninger et al., 2004b).
Much work to date has concentrated on the measurement
of background concentrations of NO2 and halogen species
in remote rural or polar regions (Frieß et al., 2001; Wittrock
et al., 2004). For such measurements the temporal resolu-
tion of the instrument is not a primary concern as concentra-
tions are expected to change over timescales of hours or days
rather than minutes. As such, consecutive measurements
from different viewing geometries are appropriate with a to-
tal scan of all viewing axes taking several minutes. How-
ever, for analysis of rapidly varying and spatially inhomoge-
neous concentrations of trace species in the boundary layer,
simultaneous measurement of all viewing angles is highly
desirable. This paper describes the application of a concur-
rent multi-axis DOAS (CMAX-DOAS) system that measures
ﬁveormoreviewinggeometriessimultaneouslyandhasbeen
tested in urban conditions to measure the concentration and
time evolution of boundary-layer nitrogen dioxide (NO2).
2 Experimental
The CMAX-DOAS instrument was installed on the roof of
the Space Research Centre at the University of Leicester
(52.62◦ N, 1.12 ◦ W) at the end of 2003. A full descrip-
tion of the CMAX-DOAS instrument can be found in Leigh
et al. (2006). Brieﬂy, the instrument comprises of ﬁve tele-
scopes, ﬁxed in a northerly direction at 2, 5, 10, 15 and
90degrees (zenith) elevation. The telescopes are connected
via ﬁbre-optic cables to an Oriel MS257 imaging spectrom-
eter, which concurrently images spectra from all viewing ge-
ometries onto a Marconi 48-20 CCD. Spectra retrieved from
these images are analysed using the DOAS technique (Platt,
1994) to derive differential slant column densities of NO2,
ozone, H2O and the oxygen dimer O4. Errors on retrieved
differential slant columns of NO2 are approximately 2% for
analysis on a single ﬁbre, and 5% error on analysis involving
spectrafromoneﬁbreandareferencespectrumfromadiffer-
ent ﬁbre (Leigh et al., 2006; Leigh, 2006). Detection limits
calculated using the RMS ﬁt residual following the technique
of Stutz and Platt (1996) are 1.4×1015 molcm−2 for a sin-
gle ﬁbre, and 3.2×1015, 4.2×1015 and 4.7×1015 molcm−2
for the 15, 10 and 5degree views respectively when using a
zenith reference spectrum.
A clear view to the North was available, unobstructed by
tall buildings and trees. The location of the installation in
respect to the town centre and main trafﬁc routes is shown
in Fig. 1. Also shown in Fig. 1 are modeled mean annual
NO2 concentrations in the Leicester Area, and the location of
8automated monitoring stations, operated by the local City
Council. The northerly-pointing off-axis views sampled air
masses over the main urban city centre in Leicester. The het-
erogeneityoftheair-massessampledbythedifferentviewing
directions limited the proﬁling capabilities of the CMAX-
DOAS instrument using existing techniques. However, the
concurrent nature of the multi-axis measurements can pro-
vide simultaneous analysis of different air-masses.
3 Results
The instrument was operated on 124days during 2004 with
a 2min temporal resolution. An example set of daily data
from 20th May 2004 is shown in Fig. 2. These data demon-
stratetheabilityoftheCMAX-DOASsystemtoconcurrently
measure NO2, O4, O3 and H2O. For analysis, the reference
spectrum from the zenith view was used as reference for the
off-axis views, providing maximum spatial information.
The stratospheric dominance of the ozone signal can be
seen in the lack of dependence of measurement on viewing
geometry, with a differential slant column purely dependent
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Fig. 2. Slant columns for all retrieved absorbers from Thursday 20th May 2004 for all viewing axes. Panels are: (a) NO2, (b) O3, (c) O4,
(d) H2O.
upon solar zenith angle. The NO2 and O4 differential slant
columns demonstrate both tropospheric and stratospheric
signals while the H2O signal as expected is dominated by
tropospheric signal. The constant and known proﬁle of O4
permits information to be obtained on the abundance of
cloud or haze on a given day (Wagner et al., 2004). Clouds
and haze inﬂuence photon path lengths by altering atmo-
sphericscatteringproperties. Whilethickcloudscanincrease
path lengths through increased scattering between and within
clouds, thin cloud or haze will reduce path lengths in off-
axis measurements, as scattering of photons is more likely
to occur near the CMAX-DOAS instrument. Therefore, on
this day, the O4 differential slant columns indicate light non-
uniform cloud as shown by the non-smooth curves, and the
proximity of measurements from different axes. More cloud
and haze effects are evident in the morning than the evening
where dusk measurements almost resemble clear-sky condi-
tions.
The NO2 differential slant column contains information
on stratospheric NO2, contained in the solar zenith angle de-
pendence of measurements at dawn and dusk, particularly in
the zenith measurement which is least inﬂuenced by tropo-
spheric concentrations. The diurnal increase in stratospheric
NO2 can be seen in the increased SZA dependence in the
dusk measurements over dawn. In addition, tropospheric
concentrations are clearly evident in the separation of the off-
axissignals, andshorttemporalfeatures. Pathlengthchanges
indicated in O4 measurements will also inﬂuence NO2 mea-
surements. For example, in Fig. 2 cloudy features appearing
in the O4 columns at 10a.m. and 3p.m. also appear as en-
hancements in the NO2 differential slant columns.
Differential slant column data were produced for all
124days on which measurements were taken. Short and
long-term analysis was therefore possible to investigate in-
dividual features and establish diurnal, weekly, seasonal and
annual concentrations.
3.1 Comparisons with in situ NO2 monitors
In order to build up a long time series of tropospheric NO2
concentrations, a simple algorithm was developed to convert
the CMAX-DOAS measurements into volume mixing ratios.
This algorithm relies on the following assumptions:
1. The absorption by NO2 outside of the polluted bound-
ary layer is the same from both the zenith and off-axis
viewing geometries.
2. Clouds when present are a uniform layer above the pol-
luted boundary layer PBL, and scattering causing in-
creased absorption is identical in both the zenith and
off-axis views.
3. The aerosol proﬁle is essentially a box proﬁle of 0.1
optical depth from the surface up to 1500m.
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4. The tropospheric component of the NO2 proﬁle is a box
proﬁle from the surface to 1500 m.
The validity of assumptions 1 and 2 are a function of the
ratio of the concentrations of NO2 within and beyond the ur-
ban boundary layer as well as the scattering properties of the
atmosphere. With a cleaner background air mass, or higher
concentrations of NO2 in the urban boundary layer, the in-
ﬂuence of differing absorption properties outside the area to
be studied is reduced. The accuracy of assumptions 3 and 4
is dependent on the nature of the temporal and spatial vari-
ability in aerosol loading and NO2 proﬁle. The 1500 m pro-
ﬁle depth is a ﬁrst approximation of the polluted boundary
layer (PBL) height in an urban environment. The PBL height
changes diurnally, and seasonally and 1500 m is used as a re-
alistic approximation for an urban environment during the
day (Menut et al., 1999; Eresmaa et al., 2006).
The aerosol and NO2 proﬁles from assumptions 3 and 4
were used as inputs into the radiative transfer model SCIA-
TRAN (Rozanov et al., 2000, 2001) to produce air mass fac-
tors for NO2 for each viewing angle. These air mass factors
for 70 degrees solar zenith angle were 2.4, 4.7, 5.6 and 6.5
for the zenith, 15, 10 and 5 degree angles respectively. The
difference between these air mass factors is a result of the
increased path length through the lowermost atmosphere for
the 5, 10 and 15degree views. The stratospheric component
of each airmass factor is approximately equal (H¨ onninger
et al., 2004a). Therefore, by subtracting the zenith air mass
factor, the stratospheric component is removed from each,
along with a proportion of the tropospheric component.
Comparable tropospheric differential slant column mea-
surements are produced by using a zenith reference spectrum
to analyse each of the non-zenith views, and then subtract-
ing the concurrent zenith differential slant column measure-
ment for each reading. This removes the stratospheric signal,
and leaves a residual tropospheric differential slant column,
(SCnon−zen
RTrop ) .
SCnon−zen
RTrop =NTrop • (AMFnon−zen − AMFzen) (1)
Therefore, by dividing SCnon−zen
RTrop by 2.3, 3.2 and 4.1 for
the 15, 10 and 5degree views respectively, a tropospheric
vertical column can be calculated in mol cm−2. If we fol-
low assumption 4 that our NO2 is distributed uniformally
throughout our 1500m assumed PBL, then an absolute con-
centration in molcm−3 can be achieved through division
by 1.5×105, and a concentration in µgm−3 retrieved by a
further division by 1.29×1010 (the conversion factor from
mol−3 to µgm−3). Both the radiative transfer model, and
the calculation of SCnon−zen
RTrop assume that the NO2 is in well-
mixed layers above the instrument. In an urban PBL this is
unrealistic, as will be demonstrated later, but is a necessary
assumption for this step.
Derived concentrations for the 3primary non-zenith view-
ing angles are shown in Fig. 3. The absolute concentra-
tions derived using Eq. (1) are linearly dependent upon the
assumed PBL height, which in reality changes both diur-
nally and seasonally. One would therefore expect a relative
under-estimation from the CMAX-DOAS measurements in
the mornings, and during the winter months. Work is ongo-
ing to determine the magnitude of this effect. Nevertheless,
diurnal, weekly and seasonal trends are still clearly repre-
sented in both the CMAX-DOAS and in situ data shown in
Fig. 3. The in situ monitor selected for this comparison ex-
ercise is located between two large buildings at the location
marked “AUN” in Fig. 1. This location is selected to obtain
an urban background without dominant inﬂuences from any
single road, junction or industrial emission.
The data in Fig. 3 demonstrate the level of agreement
between the CMAX-DOAS measurements and those from
a chemiluminescence detector over a periods during 2004.
The weekly cycle is clearly evident in the upper panels, with
the lowest concentrations from both instruments measured
on Sundays. Given the difference in spatial sampling of the
two measurements, the degree of agreement is signiﬁcant.
The instrument was reconﬁgured several times during 2004,
which would contribute to varying calculated errors over the
year. Other contributory factors will be the varying height
of the PBL and atmospheric scattering properties including
cloud prevalence and aerosol loading. The PBL height can
vary from 500 to 2000 m depending upon conditions. The
error in derived concentration using a PBL height of 1500
m could therefore be as much as +33% or –66%. The cor-
relation between the most sensitive 5 ◦ view and the in situ
data during these periods gives a measure of the accuracy of
the technique in determining trends in NO2 concentration.
As the CMAX-DOAS instrument is measuring a more dis-
persed airmass, the derived concentrations are signiﬁcantly
lower than the in situ measurements. The CMAX-DOAS
data is therefore multiplied by a factor of three to render it
directly comparable to the in situ ﬁgures for an error analy-
sis on the measured trends. The ﬁgure of 5µgm−3 from the
week in May can be taken as an error margin during opti-
mal operation. Whereas 10.9µgm−3 is a more accurate as-
sessment of the performance of the technique over the whole
measurement period. The potential inﬂuence of clouds was
investigated through the ﬂagging of data in which there was
at least 3×1042 molcm−5 separation between the O4 differ-
ential slant column measurement from the 15◦ view and the
10◦ view and a further 3×1042 molcm−5 separation between
the 10◦ view and the 5◦ view. This subset of data (approxi-
mately 12% of the total dataset) gave a broad representation
of relatively clear-sky conditions. The improvement in the
agreement with the in situ data using this subset was less
than 10% (to 4.6µgm−3 during May, and 10.1µgm−3 for
the complete dataset). Within the accuracies of this tech-
nique, this result can be interpreted as conﬁrmation of the
general validity of the assumption that in the polluted urban
environment absorption by NO2 in the PBL dominates the
retrieved tropospheric signal. However, there is a small in-
ﬂuence on measurements owing to increased scattering due
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Fig. 3. Derived tropospheric concentrations from the 5 (yellow), 10
(green) and 15 (blue) degree viewing angles of the CMAX-DOAS
instrument, and data from the in-situ chemiluminesence monitor
(black) for a week in May, 3 weeks in August, and the whole of
2004. RMS differences between these three datasets (after a factor
of 3 has been applied to the CMAX-DOAS data) are 5.5µgm−3 /
15% (May) 10.1 µgm−3 / 40% (August) and 10.9µgm−3 / 33.6%
(2004)
to clouds.
Fig. 4. Average concentrations of NO2 in Leicester for each hour
of the week as measured by the 5, 10 and 15degree angles of the
CMAX-DOAS instrument and by in situ monitors during 2004.
The reproduction of the weekly trend, and the identiﬁ-
cation of short-term features is a signiﬁcant piece of evi-
dence that the CMAX-DOAS method is able to measure the
NO2 concentration in the polluted urban boundary layer, di-
rectly measuring the times and relative intensities of emis-
sion events. From Friday 7th May to Tuesday 11th May,
morning and evening rush hours can be seen on week days,
with lower concentrations and different diurnal patterns ev-
ident during Saturday and Sunday. However, complex me-
tereology and the different sampling volumes, as well as er-
rors introduced by the assumptions made here result in av-
erage errors of 15% during optimal operation (based on a
mean concentration of 38.9µgm−3) and 33.6% over the en-
tire measurement period (based on a mean concentration of
32.4µgm−3).
From all the data collected it is possible to derive average
concentrations for a given time on a given day of the week.
Figure 4 shows 1-hour binned average concentrations from
all available CMAX-DOAS and in situ data in 2004. The
normal diurnal and weekly anthropogenic cycles are evident
in these data.
Wind data combined with the CMAX-DOAS dataset gives
information on the inﬂuence of prevailing wind conditions
on urban air quality, and the causes of differences between
measurementsbythein-situchemiluminescencemonitorand
the CMAX-DOAS instrument. Figure 5 shows data from the
5, 10 and 15degree views for all periods in which CMAX-
DOAS and chemiluminescence measurements were avail-
able concurrently (a total of 1412hourly data points). The
inﬂuence of wind direction on average NO2 concentrations
can be clearly seen with winds from the East of the city
leading to the lowest measurements from both techniques.
The inﬂuence of the CMAX-DOAS viewing geometry can
be seen in data during southerly winds. A southerly wind
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Fig. 5. Annual average NO2 concentrations in µgm−3 for a given
wind direction from the 15, 10 and 5 degree views of the CMAX-
DOAS instrument, and the in-situ chemiluminesence monitor. The
CMAX-DOAS measurements have been multiplied by a factor of
three to utilise the same axes.
will naturally disperse city centre emissions to the north of
the city, away from the CMAX-DOAS instrument. As the
CMAX-DOAS instrument’s viewing geometry is inclined,
polluted air masses are sampled later and at a higher alti-
tude in southerly winds, or may possibly not be sampled at
all. This is the reason for the distinct divergence between
CMAX-DOAS measurements and chemiluminescence data
in southerly wind directions. However, the good correlation
on all axes in all other wind conditions suggests that the use
of a CMAX-DOAS system with multiple viewing geometries
from a single measurement location south of a city centre can
provide reliable information on concentrations of NO2 in the
air mass directly over the city.
3.2 Observations of unmixed NO2 airmasses
Analysis of a rare clear-sky morning period on 17th January
2004 is used to demonstrate the potential of the CMAX-
DOASinstrumenttoretrieveinformationontheopticaldepth
of the PBL and the dynamical progression of individual
air masses. Retrieval of aerosol parameters with multi-axis
DOAS has been demonstrated previously (Wagner et al.,
2004; Frieß et al., 2006). The full technique of Frieß et al.
(2006) could not be used in this instance as absolute radi-
ances were not available in this work due to the sampling
and retrieval software used on the CCD. Therefore a simpler
Fig. 6. Aerosol optical depth retrieval (upper panel) and measured
(dotted lines) and modelled (solid lines) O4 columns from 17th Jan-
uary 2004
look-up table approach was used. Using SCIATRAN, differ-
ential slant columns of O4 were modelled with a variety of
aerosol proﬁles and optical depths. Using a least-squared ﬁt,
the proﬁle that most closely matched the observed differen-
tial O4 slant columns for each measurement in our window
of interest on 17th Jan was selected (the reference measure-
ment was the ﬁrst to be ﬁtted to establish the zenith reference
O4 absorption). Results from this can be seen in Fig. 6. This
analysis is more simplistic than other published techniques
(e.g. Frieß et al., 2006; Wittrock, 2006) but does provide an
initial estimate of aerosol optical depth. The potential un-
certainty in the proﬁle shape retrieval is demonstrated by the
sudden changes around 9.40a.m. The use of absolute in-
tensity information, Kalman ﬁlters, and optimal estimation
techniques would improve this retrieval and are a subject of
future work.
The period between 9:15 and 9:50 on 17th January was
chosen for particular analysis due to the ﬁne structure in the
NO2 differential slant columns. In order to minimise the er-
rors in this ﬁne structure the DOAS retrieval was adapted,
with the noon reference spectrum from each individual axis
being used as the reference for the spectra from that axis,
instead of using the zenith reference for all analysis. This
method loses certain information on the vertical proﬁle of the
gases, but also removes any inﬂuence of the changing instru-
ment line shape over the surface of the CCD (Leigh et al.,
2006). Therefore, residuals on all axes were reduced for
the 1min analysis to between 1.3 ‰ for the zenith view and
0.61‰ for the 15degree elevation. Application of this anal-
ysis technique also permitted the use of a 2◦ viewing angle
which was unreliable in the initial analysis owing to its low
intensity and differences in instrument line shape compared
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Fig. 7. Passing of two NO2 pollution plumes on the morning of the
17th January 2004
to the zenith view. Detection limits for the zenith, 15, 10,
5 and 2 degree views for this dataset were 0.15, 0.31, 0.42,
0.48 and 1.3×1016 mol/cm2 respectively.
Figure 7 shows the morning period between 9.20 and
9.50a.m. with an expanded time axis. The data in Fig. 7
show distinct peaks indicative of the presence of discrete
plumes of NO2 in the viewing direction of the instrument.
The analysis of the ﬁner structure of these peaks provides
information on the transport of two plumes, their spatial ex-
tent, and their concentration of NO2. The wind speed on the
17th January 2004 was approximately 1.6m s−1 (measure-
ment height: 5m) coming from a northerly direction. As the
instrument is placed to the south of the city centre, plumes
originating from the city centre are transported sequentially
through each viewing direction of the CMAX-DOAS instru-
ment. This progression through the viewing geometries can
be clearly seen. Owing to the nature of the recording cycle
in the CCD to PC interface, a measurement is missed every 6
to 10min. In this time period, measurements are missing at
9:22, 9:29, 9:33 and 9:42. The missing measurements at 9:29
and 9:42 are particularly unfortunate in this particular case as
they coincide with the two peaks, and cautious interpolations
of the peak shapes around these missing points need to be
made.
Information on these plumes can be gained from the am-
plitude of the peaks, their width, and the temporal shift be-
tween the appearance in each viewing direction. These pa-
rameters are listed in Table 1.
A relatively straightforward geometric analysis can be per-
formed given four assumptions. The ﬁrst assumption is that
the wind speed is constant over the spatial and temporal
domain. The wind speed is taken from the Leicester City
Council meteorological station, which measures wind speed
hourly from the top of a 10m mast. The 9a.m. reading
was 1.8ms−1, the 10a.m. reading was 1.4ms−1. Therefore
the assumed wind speed for the period around 9.30a.m. is
1.6ms−1. No account is made for the increase in windspeed
with altitude. This will introduce errors, but does not inval-
Fig. 8. Simpliﬁed geometry for plume analysis (see text).
idate this proof of principle. The second assumption which
is necessary is a vertical uplift rate for the plume. In the
absence of information required for quantitative calculation
of the plume rise rate using the Briggs equations (Briggs,
1975) such as emission speeds and temperatures, a rough es-
timation of 25cm per second, or 10◦ in a 1.6ms−1 wind
was used. The third assumption is that the plume is spher-
ical in such a slow wind. Such a simplistic assumption will
introduce quantiﬁcation errors, however future instrumental
developments involving additional viewing geometries will
allow the plume shape to be more accurately assessed. For
this ﬁrst demonstration the mathematical simplicity gained
by such simple assumptions is paramount in the absence of
signiﬁcant additional plume shape information.
The ﬁnal assumption required is that the plume is traveling
directly towards the instrument and the centre of the plume
is sampled by the off-axis and zenith geometries. Given the
instrument position to the south of the city centre, and a mea-
sured Northerly wind, this assumption is acceptable within
the parameters of this initial analysis.
These assumptions establish a relatively simple triangu-
lar geometry of the plume through the viewing angles of the
CMAX-DOAS instrument, as illustrated in Fig. 8.
From this geometry several properties of the plume can be
estimated. Firstly the dimension of the plume perpendicu-
lar to the line of sight from the instrument can be estimated
from the time taken for it to be blown through that viewing
direction at a given wind speed. This can be expressed as:
D (θ) = U •
 
Tf (θ) − Ts (θ)

(2)
where U =
√
W2 + R2 (3)
D (θ) = plume diameter when passing through a given
viewing angle.
U= plume speed along its line of transport
Ts (θ) = start time of plume measurement from a given
viewing angle
Tf (θ) = ﬁnish time of plume measurement from a given
viewing angle
W = Wind speed as measured by in situ monitors
R = estimated plume rise rate.
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Peak1 Peak2
Viewing Direction Amplitude Width Time Amplitude Width Time
(mol/cm2)x1016 (minutes) (mol/cm2)x1016 (minutes)
2 2.2 6.5 9:29:00 1.0 4.0 9:38:30
5 6.5 9.5 9:31:00 3.0 6.6 9:40:30
10 7.0 8.5 9:32:00 3.0 5.5 9:42:30
15 5.5 9.0 9:34:00 2.5 5.5 9:44:00
Zenith 1.0 4.0 9:37:00 0.5 3.5 9:45:30
Table 1. Details of the two pollution peaks shown in Fig. 7
The distance traveled between detection by subsequent
viewing geometries can also be estimated through calcula-
tion of the distances CD, DE, EF, and FG.
For example
FE =
 
Tp (θ3) − Tp (θ2)

• U (3)
where:
FE is the distance between points F and E in Fig. 8.
Tp (θ3) =isthetimeofpeakplumeintensityfromview-
ing angle 3.
Once the distance FE has been calculated, the triangle
AFE can be solved, calculating distances to the plume cen-
tres when the peak concentrations are being measured.
AF =
sin(5◦ • FE)
sin(155◦)
(4)
Using the elevation angles of each viewing geometry and the
calculateddistanceoftheplumefromtheinstrument, thehor-
izontal (HAF) and vertical (VAF) displacement of the centre
of the plume can be calculated at the time Tp (θ3).
VAF = sin(15◦)• AF (6)
HAF = cos(15◦)• AF (7)
The maximum absorption of the plume can be measured
from the amplitude of the plume peak above the background
NO2 concentration. Given the assumption that most photons
are scattered behind the plume, the absorption path length
through the plume can be initially estimated using an as-
sumed spherical plume shape where the absorption path is
equal to the measured plume diameter D (θ). The average
concentration in mol cm−3 within the plume can be calcu-
lated from:
Nθ =
Aθ
D (θ)
(5)
where Aθ is the amplitude of the peak as measured by a the
view geometry with elevation angle θ (mol cm−2).
The results of these calculations therefore provide estima-
tions of the size of the plume, its position, and its concen-
tration. Even with the assumption of spherical plumes, a
ﬁrst approximation of plume concentrations can be derived.
However, the weakness of the assumption is evident as the
plume concentration is calculated to decrease signiﬁcantly as
the plume is measured by the zenith view. This is chemically
inconsistent with existing knowledge of urban NO2 chem-
istry, and a much more likely scenario is a shallower, ﬂatter
plume which for a given concentration would cause a smaller
amount of absorption in the vertical plane than the horizon-
tal. The possibility that the zenith view is only measuring the
edge of the plume must also be considered. The assumption
that at each stage we are measuring the centre of the plume
is a considerable one, especially as the calculated distance
between the 15◦ measurement and the zenith measurement is
600 to 800 m. It is very likely that to some degree the zenith
measurementsforbothplumesarelowerduetotheplumebe-
ing blown through the off-axis viewing geometries and then
to the side of the instrument rather than directly overhead.
Without the use of additional azimuthal geometries it is dif-
ﬁcult to quantify the extent of this effect.
Adjusting the assumption of spherical plumes to allow for
a more elliptical geometry permits a more realistic modeling
of likely plume dimensions. Using an assumed eccentric-
ity, the path length through a plume with an elliptical cross
section can be determined and used in concentration calcula-
tions. The path length through the plume from a given view-
ing geometry is dependent upon the elevation angle of that
geometry and the eccentricity of the ellipse. The eccentricity
of the ellipse is deﬁned as:
ε =
s
1 −

Y
X
2
(6)
With wind ﬁelds of 1.6 m s−1 horizontally, and 0.25 m s−1
vertically, an Y/X value of 0.2 was used as an initial estima-
tion of plume shape. An intermediate step using Y/X of 0.4
was also calculated to provide a measure of the sensitivity
of calculated concentrations to this Y/X factor. Results from
these calculations, including estimated plume positions, di-
mensions and concentrations at each of the 5 points at which
the plume is sampled, are shown in Fig. 9. The rapid in-
crease in derived concentration in the zenith view in the sec-
ond panel of Fig. 9 is indicative of the potential errors in the
assumption of a Y/X value of 0.2 in this case. The vertical
path through such a ﬂattened plume is relatively small, there-
fore an unrealistically high concentration is derived. The
Y/X value of 0.4 produces more realistic plume scenarios,
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however further conclusions are under constrained without
additional sampling paths through the plume and additional
information on the wind vectors and plume rise rate.
3.3 Source indications and strength estimation
The total mass of NO2 in the plumes can be roughly es-
timated through calculation of the volume of the elliptical
plumes. If the assumption is made that the concentration is
constant throughout the plume, and that the elliptical plume
has the same dimensions in the vertical and East-West di-
mension, then the total mass of NO2 within the plume can be
calculated for any of the ellipses drawn in Fig. 9.
For example, for plume 1 (see Table 1) measured by the
15 ◦ elevation angle, using an assumed Y/X factor of 0.2, the
measured diameter is 877m, and the concentration is 26ppb.
Therefore the total mass of NO2 in that plume, given the
above assumptions can be calculated as follows:
Total Volume = 4
3π × (877 × 0.5) × (877 × 0.4 × 0.5) ×
(877 × 0.4 × 0.5) = 1.46 × 107 m3
1ppb = 1.913µgm−3
26ppb = 49.738µgm−3 = 4.974 × 10−8 kgm−3.
Therefore the total mass of NO2 in the plume = 4.974 ×
10−8 × 1.46 × 107 = 0.73kg.
This is a signiﬁcant mass of NO2, which would require a
repeated and distinct emission source. The estimated source
position can be estimated by extrapolating back from the
measured plume positions from the different axes and calcu-
lating the distance AB in Fig. 8. For both plumes the source
location is calculated to be between 1.2 and 1.4km to the
north of the CMAX-DOAS instrument. The main train sta-
tion in Leicester is located approximately 1.3km to the north
of the site of the CMAX-DOAS instrument. The accelera-
tion of diesel trains out of the station is therefore a possible
source of such signiﬁcant plumes.
As a further demonstration of capability, two additional
viewing geometries were temporarily added to the CMAX
DOAS instrument on 11th November 2004. These geome-
tries were at 15◦ elevation angle, with one telescope pointing
at 20◦ and the other at 340◦ +/−2 ◦ azimuthal angles (i.e. one
telescope 20◦ east of the permanent view geometries, and
one 20◦ west). These additional viewing geometries permit-
ted the tracking of individual plumes as they were blown by
a westerly wind through the different viewing geometries.
The use of 7 concurrent ﬁbres necessitated the concentra-
tion of the images on the CCD chip. Normal operation with
5ﬁbres used alternate inputs into the 9-way multi-track ﬁbre
giving a spacing between images of approximately 100rows,
and negligible stray-light concerns. This conﬁguration there-
fore not only tested the utility of the additional viewing ge-
ometries, butalsothecapabilityoftheCCDandspectrometer
system to accommodate additional viewing geometries.
Clear sky conditions were available during the morning
period around 8a.m., when the wind direction was approx-
imately 210 ◦ with an average wind speed of 1.5ms−1.
Fig. 9. Calculation of the positions and concentrations for plumes
on 17th January 2004 (see Fig. 7) (plume 1 upper 2panels, plume
2lower two panels) using a Y/X ratio of 0.4 (top) and 0.2 (bottom).
Therefore, plumes detected around this time would be trav-
eling from the South West to the North East at approxi-
mately 1.5ms−1. Slant columns of NO2 from the available
azimuthal angles are shown in Fig. 10. Reference spectra
from each viewing angle were used, rather than using a sin-
gle zenith reference spectrum. Three pollution peaks were
observed between 7 and 9a.m.. Three plumes can be seen
to progress through the Westerly view, the northerly-viewing
geometries, and ﬁnally the most Easterly telescope. O4 slant
columns for the same period are shown in Fig. 11 demon-
strating that although there is some structure, suggesting a
little cloud cover on this particular morning, there are not the
three distinct structures observed in the NO2 data.
The irregular shapes of these three plumes render the
analysis problematic given such minimal constraining data
points. Initial information is available from the plume ampli-
tudes, which are approximately 2×1016 molcm−2, therefore
these plumes are less concentrated than plume 1 in Fig. 7
from 17th January 2004. With a wind speed of 1.5ms−1 at
210◦ the components of the wind speed in the South-North,
and West-East directions are 1.3 and 0.75ms−1 respectively.
Transittimesof4–6minthroughtheviewinggeometriesgive
an initial estimation of diameter of 720m. Gaps of approx-
imately 1min between peak detection in the azimuthal di-
rections for all 3peaks gives an estimated distance from the
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Differential Volume Mixing Plume
Slant Columns Ratios Reconstruction
Major Instrument line Assumptions from plume dimensions,
contributory shape, wavelength Sect. 3.1 wind vectors
errors calibration, CCD particularly plume rise rate assumptions
readout noise assumptions 3 and 4 unconstrained plume dimensions
Absolute: +33 %, –66%
Error single ﬁbre –2% Based on PBL height variability
estimate multi ﬁbre 5% Trends: Optimal 15% (5µgm−3) lower boundary –50%
(Leigh et al., 2006; Leigh, 2006) Normal 34% (10.9µgm−3) upper boundary – unconstrained
Based on in situ comparisons
Detection single ﬁbre - 1.4×1015 molcm−2 1.5µgm−3 Dependent upon
limit 5degree view - 4.7×1015 molcm−2 plume geometry
Table 2. Estimated and calculated errors for the three analysis modes of this instrument.
Fig.10. DifferentialslantcolumnsofNO2 fromthethreetelescopes
at 15 elevation on 11th November 2004, showing the progression of
three individual plumes as they progress from West to East.
instrument of approximately (60×0.75)/tan 20=125m. With
the incorporation of additional viewing geometries or an in-
crease in temporal resolution, more information on plume
dimensions and concentrations could be gained.
A summary of the performance of this technique is given
in Table 2. Errors increase signiﬁcantly with the assumptions
required to obtain a single volume mixing ratio, or scenario
for plume reconstruction. Best estimates are given for er-
rors where established error calculations are not appropriate
or available. Errors for the volume mixing ratio are taken
from the degree of agreement with the in situ monitor, while
errors on the plume analysis are estimated from the degree
of possible divergence from the assumed state. As such the
lower boundary is taken as 50% owing to the possibility that
plume shape could be extended in the direction of the ab-
sorption path through it, giving an enhanced reading. The
lack of measurements in the azimuth direction, or along the
absorption path (from an instrument placed perpendicular to
the CMAX-DOAS for example) results in no constraint on
the maximum possible size of the plume.
Fig. 11. Differential slant columns of O4 for the morning of 11th
November 2004, showing predominantly clear sky conditions.
4 Conclusions
Sensitivity tests have demonstrated the reliability of ﬁne
structure visible in slant columns measured in urban envi-
ronments with the CMAX-DOAS instrument. (Leigh et al.,
2006) This work has shown through the use of some sim-
ple assumptions and radiative transfer modelling, the abil-
ity to retrieve information on trace gas concentrations in an
urban atmosphere. Such tropospheric measurements pro-
vide a measure of the integrated concentration of the trace
species along a path above the city centre. These measure-
ments therefore provide a useful measure of overall trace gas
concentrations on a city-wide scale. These measurements
are have been shown to be comparable to a chemilumines-
cence monitor placed in a sheltered location in the city centre
within a margin of 15 to 40% (5 to 11µgm−3) depending on
instrumental and wind conditions. Such agreement conﬁrms
the ability of both instruments to retrieve reliable measure-
ments of NO2 concentrations over a moderately-sized urban
area with a multitude of individual sources. By analysing the
ﬁne structure of CMAX-DOAS measurements, individual
plumes of NO2 can be identiﬁed as they are blown through
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the instrument viewing geometries. The concurrent nature
of the measurements from the CMAX-DOAS instrument en-
ables limited spatial information to be derived from peaks
which are visible in multiple axes.
Infavourablewindconditions, inwhichtheoriginalsource
of the plume is directly downwind of the instrument, a sim-
pliﬁed geometry can be used to reconstruct plume dimen-
sions, concentrations and source location. This simpliﬁed
geometry makes numerous assumptions owing to the very
limited spatial information available. However, despite the
signiﬁcant assumption uncertainties, derived plume dimen-
sions and concentrations are within expected parameters and
likely source locations can be identiﬁed.
The CCD and imaging spectrometer system demonstrated
in this work is capable of accommodating up to a total
of 20 viewing geometries, with minimal stray light prob-
lems caused by a 50-row separation between imaged spectra.
Additional azimuthal telescopes could be used to track the
spatial extent and transit of plumes in all wind conditions.
With only 2 additional azimuthal telescopes, the amount of
spatial information is very limited. However, the irregular
plume shapes expected, and suggested by initial investiga-
tions demonstrate the utility of each additional view. With
the development of the next generation of instrument incor-
porating 20ﬁxed telescopes the amount of spatial and tempo-
ral information available increases signiﬁcantly. Using two
or more instruments with intersecting viewing geometries
would constrain the depth dimension of analysed plumes.
The extension of techniques demonstrated in this work into
multiple instruments with intersecting viewing geometries
can be seen as a way of imaging city-scale import, emission
and export.
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